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Schedule of Requirements 

 

LOT 

NO. 
QTY/UOM ITEM/DESCRIPTION 

DELIVERY 

PERIOD 

1 14 units 
Blood Bank Refrigerator, 1-door, Upright, at 

least 50 bag capacity 

Within One 

Hundred 

Twenty (120) 

Calendar Days 

from the 

effective date 

indicated in the 

Notice to 

Proceed 

2 8 units 
Blood Bank Refrigerator, Upright, at least 350 

bag capacity of 450 ml 

3 1 unit 
Blood Bank Refrigerator, Upright, at least 500 

bag capacity of 450 ml 

4 5 units 
Blood Bank Refrigerator, 1-door, Upright, at least 

700 bag capacity of 450 ml 

5 13 units 
Blood Bank Refrigerator, 2-door Upright, at least 

1,000 bag capacity of 450 ml 

 
 

 

I hereby commit to comply and delivery all the above requirements in accordance with the above 

stated schedule. 

 

 

 

 

             Name of Company 

 

Signature Over Printed Name 

of Authorized Representative 

 

Date 
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TECHNICAL SPECIFICATIONS 

 
  

LOT NO. 1 : Blood Bank Refrigerator, 1-door, Upright, at least 

50 bag capacity 

QUANTITY : 14 units 

APPROVED BUDGET FOR THE 

CONTRACT 
: P 3,500,000.00 

 

AGENCY SPECIFICATIONS 

BIDDER’S 

STATEMENT OF 

COMPLIANCE 

REFERENCE 

 

Power Supply Input: 

 220-240 VAC, 60Hz 

Brand and Model:  

 

Standard Features:  

 Capable to set a maintained 
temperature range of 2°C to 6°C 

 CFC – free insulation 

 CFC – free refrigerant 

 Rigid polyurethane cabinet insulation 

 Insulated steel frame w/ two (2) 
layer glass windows w/ lock 

 Stainless  steel/zinc plated steel 
wired/perforated shelves or 
drawers 

 Temperature Display 

 Circulating Fan 

 Temperature control 

 Light Door activated 

 Accessible interior light switch 

 With adjustable leveling feet for 
stabilization 

  

 

Safety Features: Audible/Visual 
Alarms:  

 For High & Low temperature 

 Door ajar alarm 

 Power cut-off 
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 Push button alarm tests 

 Alarm silence switch 

Standard Accessories:  

 Automatic Voltage regulator 
(Compatible to the equipment power 
requirement) 

  

Packaging Instruction: 

 Standard packaging of the 
manufacturer 

  

 
Labeling Instruction: 

 Each Blood Bank Refrigerator, 1-door 
Upright, at least 50 bag capacity must 
have non-removable / permanent 
markings on visible area  
“Philippine Government Property – 
Department of Health – Not for 
Sale”,  
1-inch in size on front surface. 

  

  

 

 

 

I hereby certify that the statement of compliance to the foregoing technical specifications 

are true and correct, otherwise, if found to be false either during bid evaluation or post-

qualification, the same shall give rise to automatic disqualification of our bid. 

 

 

 

             Name of Company 

 

Signature Over Printed Name 

of Authorized Representative 

 

Date 
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LOT NO. 2 : Blood Bank Refrigerator, Upright, 330-350 bag capacity 

of 450 ml 

QUANTITY : 8 units 

APPROVED BUDGET FOR THE 

CONTRACT 
: P 5,600,000.00 

 

AGENCY SPECIFICATIONS 

BIDDER’S 

STATEMENT OF 

COMPLIANCE 

REFERENCE 

 

Power Supply Input: 

 220-240 VAC, 60Hz 

Brand and Model:  

 

Standard Features:  

 Capable to set a maintained 
temperature range of 2°C to 6°C 

 CFC – free insulation 

 CFC – free refrigerant 

 Rigid polyurethane cabinet insulation 

 Insulated steel frame w/ two (2) 
layer glass windows w/ lock 

 Stainless  steel/zinc plated steel 
wired/perforated shelves or 
drawers 

 Temperature Display 

 Circulating Fan 

 Temperature control 

 Light Door activated 

 Accessible interior light switch 

 With adjustable leveling feet for 
stabilization 

  

 

Safety Features: Audible/Visual 
Alarms:  

 For High & Low temperature 

 Door ajar alarm 

 Power cut-off 

 Alarm test Capable 

 Alarm silence switch 
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Standard Accessories:  

 Automatic Voltage regulator 
(Compatible to the equipment power 
requirement) 

  

Packaging Instruction: 

 Standard packaging of the 
manufacturer 

  

 
Labeling Instruction: 

 Each Blood Bank Refrigerator, 1-door, at 
least 350 bag capacity of 450 ml must 
have non-removable / permanent 
markings on visible area  
“Philippine Government Property – 
Department of Health – Not for 
Sale”,  
1-inch in size on front surface. 

  

  

 

 

 

 

I hereby certify that the statement of compliance to the foregoing technical specifications 

are true and correct, otherwise, if found to be false either during bid evaluation or post-

qualification, the same shall give rise to automatic disqualification of our bid. 

 

 

 

             Name of Company 

 

Signature Over Printed Name 

of Authorized Representative 

 

Date 
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LOT NO. 3 : Blood Bank Refrigerator, Upright, at least 500 bag 

capacity of 450 ml 

QUANTITY : 1 unit 

APPROVED BUDGET FOR THE 

CONTRACT 
: P 650,000.00 

 

AGENCY SPECIFICATIONS 

BIDDER’S 

STATEMENT OF 

COMPLIANCE 

REFERENCE 

 

Power Supply Input: 

 220-240 VAC, 60Hz 

Brand and Model:  

 

Standard Features:  

 Capable to set a maintained 
temperature range of 2°C to 6°C 

 CFC – free insulation 

 CFC – free refrigerant 

 Rigid polyurethane cabinet insulation 

 Insulated steel frame w/ two (2) 
layer glass windows w/ lock 

 Stainless  steel/zinc plated steel 
wired/perforated shelves or 
drawers 

 Temperature Display 

 Circulating Fan 

 Temperature control 

 Light Door activated 

 Accessible interior light switch 

 With adjustable leveling feet for 
stabilization 

  

 

Safety Features: Audible/Visual 
Alarms:  

 For High & Low temperature 

 Door ajar alarm 

 Power cut-off 

 Alarm test Capable 

 Alarm silence switch 
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Standard Accessories:  

 Automatic Voltage regulator 
(Compatible to the equipment power 
requirement) 

  

Packaging Instruction: 

 Standard packaging of the 
manufacturer 

  

 
Labeling Instruction: 

 Each Blood Bank Refrigerator, Upright, 
at least 500 bag capacity of 450 ml must 
have non-removable / permanent 
markings on visible area  
“Philippine Government Property – 
Department of Health – Not for 
Sale”,  
1-inch in size on front surface. 

  

  

 

 

 

I hereby certify that the statement of compliance to the foregoing technical specifications 

are true and correct, otherwise, if found to be false either during bid evaluation or post-

qualification, the same shall give rise to automatic disqualification of our bid. 

 

 

 

             Name of Company 

 

Signature Over Printed Name 

of Authorized Representative 

 

Date 
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LOT NO. 4 : Blood Bank Refrigerator, Upright, 670-700 bag capacity 

of 450 ml 

QUANTITY : 5 units 

APPROVED BUDGET FOR THE 

CONTRACT 
: P 3,500,000.00 

 

AGENCY SPECIFICATIONS 

BIDDER’S 

STATEMENT OF 

COMPLIANCE 

REFERENCE 

 

Power Supply Input: 

 220-240 VAC, 60Hz 

Brand and Model:  

 

Standard Features:  

 Capable to set a maintained 
temperature range of 2°C to 6°C 

 CFC – free insulation 

 CFC – free refrigerant 

 Rigid polyurethane cabinet insulation 

 Insulated steel frame w/ two (2) 
layer glass windows w/ lock 

 Stainless  steel/zinc plated steel 
wired/perforated shelves or 
drawers 

 Temperature Display 

 Circulating Fan 

 Temperature control 

 Light Door activated 

 Accessible interior light switch 

 With adjustable leveling feet for 
stabilization 

  

 

Safety Features: Audible/Visual 
Alarms:  

 For High & Low temperature 

 Door ajar alarm 

 Power cut-off 

 Alarm test Capable 

 Alarm silence switch 
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Standard Accessories:  

 Automatic Voltage regulator 
(Compatible to the equipment power 
requirement) 

  

Packaging Instruction: 

 Standard packaging of the 
manufacturer 

  

 
Labeling Instruction: 

 Each Blood Bank Refrigerator, 1-door, at 
least 700 bag capacity of 450 ml must 
have non-removable / permanent 
markings on visible area  
“Philippine Government Property – 
Department of Health – Not for 
Sale”,  
1-inch in size on front surface. 

  

  

 

 

 

I hereby certify that the statement of compliance to the foregoing technical specifications 

are true and correct, otherwise, if found to be false either during bid evaluation or post-

qualification, the same shall give rise to automatic disqualification of our bid. 

 

 

 

             Name of Company 

 

Signature Over Printed Name 

of Authorized Representative 

 

Date 
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LOT NO. 5 : Blood Bank Refrigerator, 2-door Upright, at least 1,000 

bag capacity of 450 ml 

QUANTITY : 13 units 

APPROVED BUDGET FOR THE 

CONTRACT 
: P 17,550,000.00 

 

 

AGENCY SPECIFICATIONS 

BIDDER’S 

STATEMENT OF 

COMPLIANCE 

REFERENCE 

 

Power Supply Input: 

 220-240 VAC, 60Hz 

Brand and Model:  

 

Standard Features:  

 Controller Interface 

 Circulating Fan 

 Communication ports for data 
retrieval 

 With digital temperature display 

 Capable to set a maintained 
temperature range of 2°C to 6°C 

 With temperature recording device 

 CFC – free insulation 

 CFC – free refrigerant 

 Rigid polyurethane cabinet insulation 

 Double Door, Insulated steel frame 

 Door Construction: Glass dual-pane 
glass doors  

 Stainless steel drawers (10-14) 
shelves 

 Accessible interior/exterior light 
switch 

 Accuracy of settings: Chamber 
temperature is +/- 1⁰C (Temperature 
difference between upper and lower 
chamber 

  

 

Safety Features: Audible/Visual 
Alarms:  

 Built in Circuit Breaker 
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 For High & Low temperature 

 Door ajar alarm 

 Power cut-off 

 Push button alarm tests 

 Alarm silence switch 

 Rechargeable Battery Back-up 
system for at least 20 hours. 

Standard Accessories:  

 Automatic Voltage regulator 
(Compatible to the equipment power 
requirement) 

  

Packaging Instruction: 

 Standard packaging of the 
manufacturer 

  

 
Labeling Instruction: 

 Each Blood Bank Refrigerator, 2-door, at 
least 1,000 bag capacity of 450 ml must 
have non-removable / permanent 
markings on visible area  
“Philippine Government Property – 
Department of Health – Not for 
Sale”,  
1-inch in size on front surface. 

  

  

 

 

 

I hereby certify that the statement of compliance to the foregoing technical specifications 

are true and correct, otherwise, if found to be false either during bid evaluation or post-

qualification, the same shall give rise to automatic disqualification of our bid. 

 

 

 

             Name of Company 

 

Signature Over Printed Name 

of Authorized Representative 

 

Date 
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