
 

 
 

Republic of the Philippines 
Department of Budget and Management
PROCUREMENT SERVICE 
PHILIPPINE GOVERNMENT ELECTRONIC PROCUREMENT SYSTEM
BIDS AND AWARDS COMMITTEE

SUPPLY AND DELIVERY OF BLOOD BANK REFRIGERATOR FOR THE 
DEPARTMENT OF HEALTH 

 Issued pursuant to Sec. 22.5 of the IRR of R.A. 9184 to c
provisions in the Bidding Doc
clarifications made by prospective bidders during the 
2019, likewise, respond to bidders’ writte
filing. 

A. AMENDMENTS 

REFERENCE

SECTION I. INVITATION TO BID

INVITATION TO BID 
Page 4-6 
 
xxx 
2. The summary of bidding activities is as follows
 

ACTIVITIES 

xxx  

Last day of Issuance of Bid Bulletin

Deadline of Submission 

Opening of Bids 

   

SECTION V. SPECIAL CONDITIONS OF CONTRACT

  
 
 

  
 

 
Department of Budget and Management 
PROCUREMENT SERVICE -  
PHILIPPINE GOVERNMENT ELECTRONIC PROCUREMENT SYSTEM
BIDS AND AWARDS COMMITTEE 

 

Bid Bulletin No. 1 
August 29, 2019 

Public Bidding No. 19-178-5 

SUPPLY AND DELIVERY OF BLOOD BANK REFRIGERATOR FOR THE 
DEPARTMENT OF HEALTH – NATIONAL VOLUNTARY BLOOD SERVICES 

PROGRAM (DOH – NVBSP) 
 

Issued pursuant to Sec. 22.5 of the IRR of R.A. 9184 to clarify and/or amend certain 
provisions in the Bidding Documents issued for this project, considering the issues raised and 
clarifications made by prospective bidders during the Pre-Bid Conference 

, likewise, respond to bidders’ written queries received within the prescriptive period for 

REFERENCE 

INVITATION TO BID 

summary of bidding activities is as follows: 

SCHEDULE 

xxx 

ay of Issuance of Bid Bulletin 
August 23, 2019 

August 29, 2019 

August 19, 2019 

September 5, 2019; 
10:00 AM 

Immediately after the 
deadline of submission 

of bids 

 
 
 
 
 
 
 
To adjust the date of 
deadline of submission
opening of bids, in 
conformity with section 
22.5 of the RA 9184 and its 
revised Implementing Rules 
and Regulation

SECTION V. SPECIAL CONDITIONS OF CONTRACT 

PHILIPPINE GOVERNMENT ELECTRONIC PROCUREMENT SYSTEM 

SUPPLY AND DELIVERY OF BLOOD BANK REFRIGERATOR FOR THE 
NATIONAL VOLUNTARY BLOOD SERVICES 

larify and/or amend certain 
uments issued for this project, considering the issues raised and 

Bid Conference held on 16 August 
n queries received within the prescriptive period for 

BASES FOR 
AMENDMENT 

To adjust the date of 
deadline of submission and 
opening of bids, in 
conformity with section 
22.5 of the RA 9184 and its 
revised Implementing Rules 
and Regulation 



For the purpose of this Bulletin and for better understanding of its contents, the following rules shall apply: (a) Double Strike out 
– denotes deletion; (b) Underline – denotes inclusion or new item/requirement; and “xxx” – denotes separation of phrase/s 
being amended from the rest of the main text. 

SCC Clause 17.3 
page 69 

One (1) Three (3) year after acceptance of the delivered Goods 

To be consistent to the 
requirement 

SECTION VI. SCHEDULE OF REQUIREMENTS 

Schedule of Requirements 
page 71 

 
LOT 
NO. 

QTY/UOM ITEM/DESCRIPTION DELIVERY PERIOD 

1 14 units 
Blood Bank Refrigerator, 
1-door, Upright, at least 50 

bag capacity of 450 ml 

 
Within One Hundred 

Twenty (120) 
Calendar Days from 
the effective date 
indicated in the 

Notice to Proceed 

3 1 unit 
Blood Bank Refrigerator, 

Upright, at least 500 bag 
capacity of 450 ml 

Within One Hundred 
Twenty (120) Ninety 
(90) Calendar Days 
from the effective 

date indicated in the 
Notice to Proceed 

4 5 units 
Blood Bank Refrigerator, 

Upright, at least 670 bag 
capacity of 450 ml 

Within One Hundred 
Twenty (120) 

Calendar Days from 
the effective date 
indicated in the 

Notice to Proceed 

xxx 
 

 
 
 
 
 
 
 
 
 
 
 
 
To adjust the delivery 
schedule of Lot No. 2 as 
approved by the End-User 

SECTION VI. SCHEDULE OF REQUIREMENTS 

Submission of Demo Unit 
page 72 

xxx 

The demo unit including the automatic voltage regulator (AVR) shall 
be submitted to the Technical Working Group in Procurement Service 
– Department of Budget and Management or in bidder’s warehouse 
provided that it is located within Metro Manila for evaluation within 
fifteen (15) calendar days from receipt of notice from the BAC. 

xxx 
 

To amend the location of 
submission and evaluation 
of demo unit as clarified by 
the End-User 



For the purpose of this Bulletin and for better understanding of its contents, the following rules shall apply: (a) Double Strike out 
– denotes deletion; (b) Underline – denotes inclusion or new item/requirement; and “xxx” – denotes separation of phrase/s 
being amended from the rest of the main text. 

SECTION VII. TECHNICAL SPECIFICATIONS 

Lot No. 1: Blood Bank Refrigerator, 1-door, Upright, 50 bag capacity of 
450 ml 

page 74 - 75 

xxx 

Safety Features: Audible/Visual Alarms: 

    xxx 

  Push button alarm test Alarm test capable 

        xxx 

 

 
 
 
 
To amend the requirement 
as clarified by the end-user 
 

 

B. CLARIFICATIONS 

The Department of Budget and Management - Procurement Service, Bids and Awards 
Committee hereby clarifies prospective bidders’ concerns and queries: 

ITEM CONCERN REFERENCE 
CLARIFICATION/ 

RESOLUTION 

CONCERNS RAISED DURING PRE-BID 

1 
 

Representative from Drake 
Marketing Corp. inquired if there 
is a requirement for the color of 
the envelope to be used. 

ITB  Clause 20: SEALING AND 
MARKING OF BIDS  
page 26-27 

There is no preference on 
the color of the envelope to 
be used 

2 
Blue Sky requested to be 
clarified if they needed to 
prepare bid proposal for each lot 

ITB C: PREPARATION OF BIDS 

 
One (1) bid proposal 
containing the following 
documents that will 
determine the lots you 
intended to participate: 
 

 Bid security 
equivalent to the 
amount of 
participating lots or 
bid securing 
declaration 

 Conformity with 
delivery schedule for 
participating lots 

 Conformity with 
technical 
specifications for 
participating lots; 
and 

 Financial Bid form 



For the purpose of this Bulletin and for better understanding of its contents, the following rules shall apply: (a) Double Strike out 
– denotes deletion; (b) Underline – denotes inclusion or new item/requirement; and “xxx” – denotes separation of phrase/s 
being amended from the rest of the main text. 

for participating lots 
 

The rest of the required 
documents were the same 
and applies for all the lots. 

3 

MRL Cybertec asked also if it is 
required to submit the 
supporting documents for Single 
Largest Completed Contracts 
(SLCC) 

 
BDS Clause 29.3 
page 43-44 
xxx 
 

3. Proof of completion of the 
single largest contract as 
identified in the Statement of 
Single Largest Contract, which 
shall be copy of any verifiable 
document(s) such as but not 
limited to the following:  (a) 
Contract/s or Purchase Order/s; 
(b) corresponding Sales 
Invoice/s; (c) Official 
Receipt/Cash Receipt/Collection 
Receipt; and (d) Certificate of 
Satisfactory Completion 

Yes, the bidders are 
required to submit the 
proof of completion of SLCC 
during Post-Qualification  

4 

 
In the warranty certificate, MRL 
Cybertec, Inc. requested to 
reduce the period from three (3) 
to two (2) years. 

 
BDS Clause 29.2   
Page 44 
xxx  
 
  9. Warranty Certificate of the 

three (3) years for parts and 
service, upon delivery, 
inspection and acceptance 
duly issued by the 
Manufacturer and 
Prospective Bidder. 

Retain the original 
specifications as clarified by 
the End-User 

5 

Zafire Distributors, Inc. 
requested to be clarified with 
regards to the inspection of the 
equipment, in case of the 
winning bidder 

GCC Clause 16 
page 54-55 

Inspection and Tests 

The Technical Inspection 
and Acceptance Committee 
(TIAC) may inspect the 
equipments, prior the on-
site delivery, in the winning 
bidder’s warehouse 
provided that the location is 
within Metro Manila  
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6 
Drake Marketing Corporation 
asked if the requirement is on-
site delivery. 

SCC Clause 1.1(k) 
page 63 

 

The Project Sites 
Yes, the equipments will be 
delivered on the provided 
list of sites 

7 

The representative from Blue 
Sky requested to conduct the 
product demonstration in one of 
their installed sites. 

Section VI. SCHEDULE OF 
REQUIREMENTS 

Submission of Demo Unit 

Page 72 

The original requirement is 
retained. The evaluation of 
an existing unit may have 
an effect on the stored 
blood 

8 

SeroDiagnostic Trading inquired 
if it is possible that the demo 
unit will be submitted in their 
warehouse. Likewise to conduct 
the evaluation of the sample. 

Section VI. SCHEDULE OF 
REQUIREMENTS 

Submission of Demo Unit 

Page 72 Please refer to the above 
amendments 

9 

The representative from Endure 
Medical, Inc. requested to adjust 
the requirement for the 
maintaining temperature to 3℃ 
to 5℃ 

Lot No. 1: Blood Bank 
Refrigerator, 1-door, upright, at 
least 50 bag capacity of 450 ml 

xxx  

Standard Features:  

 Capable to set a 
maintained temperature 
range of 2℃ to 6℃ 

The original requirement is 
retained as clarified with 
the End-User 

10 

Omnibus Bio-medical Systems, 
Inc. request for clarification 
about the accessible interior 
light switch. 

Lot No. 1: Blood Bank 
Refrigerator, 1-door, upright, at 
least 50 bag capacity of 450 ml 

xxx  

Standard Features: 

  Accessible interior light 
switch 

It pertains to a switch to 
operate the interior light 
located outside of the 
equipment. 
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11 

With regards to the requirement 
Push button alarm tests in Lot 
No. 1, MRL Cybertec, Inc. 
requested to adopt the wordings 
in Lot No. 2 and 3, that is: 
Alarm test capable 

Lot No. 1: Blood Bank 
Refrigerator, 1-door, upright, at 
least 50 bag capacity of 450 ml 

xxx  

Safety Features: Audible/Visual 
Alarms 

  Push button alarm tests 

Please refer to the above 
amendments 

12 
MRL Cybertec, Inc. requested to 
include the caster wheels, in lieu 
of adjustable levelling feet. 

Section VII. Technical Specifications 

For all the Lots 

xxx 

Standard Features:  

 With adjustable leveling feet 
for stabilization 

The original requirement is 
retained as clarified with 
the End-User 

13 

Light Door Activated OR ON/OFF 
SWITCH AND A LARGE 
VIEWING WINDOW in the outer 
provide a clear view of stored 
items 

Section VII. Technical Specifications 

For all the Lots 

xxx 

Standard Features: 

 Light door activated 

The original requirement is 
retained as clarified with 
the End-User 

 

 
 
 
              (Sgd.) 

            WEBSTER M. LAUREÑANA 
 Chairperson, Bids and Awards Committee V     
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Schedule of Requirements 
 

LOT 
NO. 

QTY/UOM ITEM/DESCRIPTION 
DELIVERY 

PERIOD 

1 14 units 
Blood Bank Refrigerator, 1-door, Upright, at 

least 50 bag capacity of 450 ml 

Within One 
Hundred Twenty 
(120) Calendar 
Days from the 
effective date 

indicated in the 
Notice to Proceed 

2 1 unit 
Blood Bank Refrigerator, Upright, at least 500 

bag capacity of 450 ml 

Within Ninety (90) 
Calendar Days 

from the effective 
date indicated in 

the Notice to 
Proceed 

3 5 units 
Blood Bank Refrigerator, Upright, at least 670 

bag capacity of 450 ml 

Within One 
Hundred Twenty 
(120) Calendar 
Days from the 
effective date 

indicated in the 
Notice to Proceed 

 
 
 
I hereby commit to comply and delivery all the above requirements in accordance with the above 
stated schedule. 
 
 
 
             Name of Company 

 
Signature Over Printed Name 
of Authorized Representative 

 
Date 
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SUBMISSION OF DEMO UNIT 
 
 

The bidder with the single/ lowest calculated bid shall submit the following demo for evaluation: 
 

Lot 
No. 

Item/Description No. of Demo Unit 

1 
Blood Bank Refrigerator, 1-door, Upright, at least 50 bag 

capacity 
1 unit 

2 
Blood Bank Refrigerator, Upright, at least 500 bag capacity of 

450 ml 1 unit 

3 
Blood Bank Refrigerator, Upright, at least 670 bag capacity of 

450 ml 1 unit 

 
 
The demo unit including the automatic voltage regulator (AVR) shall be submitted to the 
Technical Working Group in Procurement Service – Department of Budget and Management or 
in bidder’s warehouse provided that it is located within Metro Manila for evaluation within 
fifteen (15) calendar days from receipt of notice from the BAC.   
 
Evaluation of sample/demo unit during post-qualification stage shall be conducted by the BAC, 
through the Joint PS – DOH TWG. Bidder shall provide all consumables and tools necessary for 
the testing of equipment. 
 
Request/s for extension of submission of samples may only be allowed under the following 
circumstances:  
 

a.) That the sample/s to be submitted is/are imported; and 
 
The failure to comply with the original deadline of submission is accompanied by good faith i.e., 
there must be proof/s that importation had commenced prior to the original deadline of 
submission and the delay on the importation was due to circumstances beyond the control of the 
bidder.                    
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TECHNICAL SPECIFICATIONS 
 

  
LOT NO. 1 : Blood Bank Refrigerator, 1-door, Upright, at least 

50 bag capacity of 450 ml 
QUANTITY : 14 units 
APPROVED BUDGET FOR THE 
CONTRACT 

: 
P 3,500,000.00 

 

AGENCY SPECIFICATIONS 
BIDDER’S 

STATEMENT OF 
COMPLIANCE 

REFERENCE 

 

Power Supply Input: 

 220-240 VAC, 60Hz 

Brand and Model:  

 
Standard Features:  

 Capable to set a maintained temperature 
range of 2°C to 6°C 

 CFC – free insulation 

 CFC – free refrigerant 

 Rigid polyurethane cabinet insulation 

 Insulated steel frame w/ two (2) layer 
glass windows w/ lock 

 Stainless  steel/zinc plated steel 
wired/perforated shelves or drawers 

 Temperature Display 

 Circulating Fan 

 Temperature control 

 Light Door activated 

 Accessible interior light switch 

 With adjustable leveling feet for 
stabilization. 

  

 
Safety Features: Audible/Visual Alarms:  

 For High & Low temperature 
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 Door ajar alarm 

 Power cut-off 

 Push button alarm tests 

 Alarm test capable 

Standard Accessories:  

 Automatic Voltage regulator 
(Compatible to the equipment power 
requirement) 

  

Packaging Instruction: 

 Standard packaging of the manufacturer 

  

 
Labeling Instruction: 

 Each Blood Bank Refrigerator, 1-door 
Upright, at least 50 bag capacity must 
have non-removable / permanent 
markings on visible area  
“Philippine Government Property – 
Department of Health – Not for Sale”,  
1-inch in size on front surface. 

  

  

 

I hereby certify that the statement of compliance to the foregoing technical specifications 
are true and correct, otherwise, if found to be false either during bid evaluation or post-
qualification, the same shall give rise to automatic disqualification of our bid. 
 
 
 
             Name of Company 

 
Signature Over Printed Name 
of Authorized Representative 

 
Date 

 


